Abstract
Introduction
Faecal calprotectin (FC) is a stable, feasible biomarker, which is released in stool through neutrophils´ disruption during inflammation in bowel mucosa. Its determination substantially reduces the need for invasive endoscopy with biopsy which is expensive but nevertheless regarded as gold standard for assessing mucosal inflammation (1, 2) . As the most widely used faecal biomarker, FC has been recommended for diagnosis and differentiation between inflammatory bowel disease (IBD) and irritable bowel syndrome in adults and paediatric population, for monitoring treatment response, mucosal healing process or predicting disease relapse (3) (4) (5) (6) . The lack of overall process standardization, from faecal sample preparation to methodology used for FC measurement, results in great variability between commercially available assays (7) (8) (9) (10) (11) . Faecal sample weighing, as the gold standard FC extraction method, is rather impractical and time-consuming; thus extraction devices have been introduced as convenient alternative (12) . The first version of such device, Smart-
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Prep faecal sample preparation kit (Roche diagnostics, Manheim, Germany), might be used for all methods, has a sample chamber carrying approximately 85 mg of stool sample and 4 mL of method specific extraction buffer is added to obtain 1:50 dilution (13, 14) . Recently, a more elegant variation of extraction device prefilled with method-specific extraction buffer and sampling pin has been introduced. The sample pin grooves are presumed to carry an approximate amount of stool, which is diluted in corresponding buffer volume to obtain method-required dilution (13) (14) (15) (16) . Interestingly, it has been noticed that there is an increased FC extraction yield with higher sample dilutions but it has not been properly investigated yet (17) . Although few authors have performed verification of extraction devices and found them suitable even for patient conducted extractions, findings are still rather indefinite due to either the lack of comparison with the reference weighing method, limited number of study participants, or lack of performance with stool samples of different consistency (18) (19) (20) .
In this study we aimed to assess the differences in FC concentrations measured by our routine Bühl-mann fCAL® Turbo (Bühlmann Laboratories AG, Schönenbuch, Switzerland) method and EliA TM Calprotectin (Thermo Fisher, Uppsala, Sweden) method, depending on stool consistency and different extraction methods. Furthermore, we wanted to evaluate FC extraction yield with regard to different soaking time and different initial sample dilution in extraction buffer.
Materials and methods

Study design
The study was conducted at the Department of laboratory diagnostics, General Hospital Pula (Pula, Croatia) from June to December 2017. The study was approved by the Institution's Ethics Committee and conducted according to the principles of the Helsinki Declaration. Study included only the leftovers of stool samples consecutively submitted to our laboratory for routine FC determination, thus no additional samples were requested from patients. As our routine practice is to reject stool samples that are older than 3 days, such samples were also excluded from the study.
For study purposes only, we excluded samples for which we estimated that the amount of stool provided was too small for multiple extraction procedures. Upon submission, samples were immediately frozen and stored at -20 ºC for maximum 10 days.
At the day of routine analysis, samples were left at room temperature for several hours. Samples of normal and liquid consistency were thoroughly homogenized with spatula before extraction. Since hard stool samples are impossible to homogenize, the sample for extraction was picked from different parts of stool samples as instructed by the manufacturer (16) . Consistency of each stool sample was estimated according to Bristol stool scale (BSS) and categorized in 3 classes: 1) hard (BSS 1 and 2), 2) normal (BSS 3, 4 and 5), and 3) liquid (BSS 6 and 7) (21). All stool samples were routinely extracted with Calex® Cap "N" (Calex, Bühlmann Laboratories AG, Schönenbuch, Switzerland) stool extraction device and FC concentration measured with particle enhanced turbidimetric immunoassay (PETIA), Bühlmann fCAL® Turbo method on Roche Cobas c501 analyser (Roche diagnostics, Manheim, Germany). Selection of samples for further study was based on these FC results; i.e. samples falling out of the Bühlmann fCAL® Turbo measuring range (20 -2000 mg/kg) were excluded while taking care of covering the entire measuring range. The study finally included a total of 140 samples, which were divided into 3 subgroups, with some of the samples used for more than one subgroup in study protocol. Final number of samples included in the subgroups and study protocol are summarized in Figure 1 .
Immediately after the routine extraction of 140 samples with Calex extraction device and FC determination with fCAL® Turbo, additional extraction methods were performed followed with FC measurement according to predefined subgroup analysis ( Figure 1 ). Extraction with Calex device were performed according to manufacturers' instructions with the yield of 1:500 ready-to-use diluted extracts (16) . Additionally, extractions were (14) . Furthermore, for weighing method extraction, Smart-Prep kit was used. Based on sample weight, a corresponding volume of Bühlmann extraction buffer (totally 117 samples) or EliA extraction buffer (totally 58 samples) was added to obtain basic 1:50 dilution (13, 14) .
As mentioned, some of the samples overlapped between different subgroups and were extracted with all four extraction methods described, while some of them were used only for one subgroup and extracted with one or two extraction methods. We were guided with the intention of covering a wide FC concentration range in each subgroup and this was the main criteria for further distribution into the subgroups for analysis. Independent of the extraction method used, all extracts were thoroughly vortexed for complete dissolution, incubated at room temperature for 10 minutes, and centrifuged for 10 minutes at 3000xg, as recommended by manufacturers (14, 16) . For fCAL® Turbo method, supernatants gained with weighing method were additionally diluted 1:10 with buffer to yield 1:500 dilution. All extracts were transferred into empty tubes and analysed immediately after. One experienced laboratory expert performed all extractions. The obtained extracts were used in the study protocol as described below.
Within-method variability with respect to extraction method used and stool consistency
To assess the difference within Bühlmann fCAL® Turbo method FC results obtained using Calex extracts and reference weighing method extracts, samples additionally extracted with weighing method using the Bühlmann extraction buffer were used. Furthermore, to assess the difference within EliA TM Calprotectin method FC results obtained with extraction device and weighing method extracts, samples extracted with EliA SEK extraction device and weighing method using the EliA extraction buffer were used. Since the FC concentration is related to sample weight and extraction devices, to perform this step, we double extracted some samples ( Figure 1 ) with both extraction devices to gain intra-extraction precision (mean precision of multiple performed extractions with same extraction device).
Between-method variability with respect to the extraction method used and stool consistency
Extracts obtained with weighing method using method-corresponding buffer were measured with fCAL® Turbo and EliA TM Calprotectin methods, respectively. Furthermore, extracts obtained with corresponding extraction devices were measured with fCAL® Turbo and EliA TM Calprotectin FC methods, respectively.
Evaluation of extraction yield depending on incubation time and initial sample dilution
To study the impact of longer soaking time in buffer (required for hard stool samples to achieve complete dissolution) on FC results, 20 samples that were homogenized and incubated according to manufacturers' instructions as described in the previous section, were also left to incubate for totally 1 hour before centrifugation. After first homogenization followed with 10 minutes´ incubation, samples were homogenized again and one aliquot transferred into empty tube to be centrifuged, while second aliquot was left to soak for additional 50 minutes before centrifugation (14, 16) . Furthermore, since weighing method and Calex device differ in buffer volume used for extractions, we found to be convenient to study the extraction yield with different sample dilutions for fCAL® Turbo method. Thirteen samples were extracted using Calex and additionally weighted and extracted 3 times with Bühlmann extraction buffer to gain 1:50, 1:100 and 1:500 diluted extracts. After complete homogenization and incubation, extracts were centrifuged as described before, followed with further dilution of 1:50 and 1:100 diluted extracts to gain desirable 1:500 dilutions.
Calprotectin measurements
Based on study protocol (Figure 1 ), extracts were analysed with fluorescence enzyme immunoassay (FEIA), EliA TM Calprotectin on Phadia 100 analyser (Thermo Fisher, Uppsala, Sweden) and/or PETIA, Büh-lmann fCAL® Turbo on Roche Cobas c501 analyser (Roche diagnostics, Manheim, Germany). Measuring ranges for FEIA and PETIA are 15 -3000 mg/kg (within-laboratory coefficient of variation, CV = 4.8%) and 20 -2000 mg/kg (within-laboratory CV = 4.9%), respectively. Cut-off value for both methods is set at 50 mg/kg (negative). Values 50 -200 mg/kg represent the "grey zone" and > 200 mg/kg active inflammation in gastrointestinal tract (14, 22) .
Statistical analysis
All data sets were tested for normality using the Shapiro-Wilk test. Outliers were detected using Tukey test. Statistical tests were used as follows. 
Results
Within-method variability with respect to extraction method used and stool consistency
Median FC values measured in extracts gained with EliA TM and Bühlmann fCAL® Turbo related extractions procedures together with corresponding mean biases are summarized in Table 1 . Median FC concentration in Calex extracts was significantly higher (P < 0.001) in comparison to weighing method extracts with calculated mean bias of 33.3%, which exceeded acceptable criteria. For EliA TM Calprotectin method no statistically significant difference was found between different extraction procedures (P = 0.484). There were no statistically significant differences in biases between results categorized in 3 classes according to stool consistency (P = 0.300 EliA TM , P = 0.697 fCAL® Turbo).
Mean CVs calculated from double-performed extractions by extraction devices ranged from 3.5% (2.5 -4.5) for EliA SEK to 9.7% (6.4 -13.0) for Calex. Coefficients of variation did not differ statistically significant between 3 classes of results according to stool consistency (P = 0.366 EliA SEK; P = 0.194 Calex). 
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Mean biases by BSS
Between-method variability with respect to the extraction method used and stool consistency
Comparison results are summarized in Table 2 and 
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ed allowable bias of 22.6%. When results were categorized in classes according to stool consistency, bias was acceptable only for liquid stool group where there was no statistically significant difference between FC results gained with two methods (weighing methods P = 0.980; EliA SEK vs Calex P = 0.541). Regression lines in Bland-Altman plots show that biases between two methods are becoming lower with higher FC concentration (Figure 2) . Followingly, division of results into two categories revealed statistically significant difference between two methods in group with FC values < 200 mg/kg with fCAL® Turbo results being higher than EliA TM by 51.2% (P < 0.001) for weighing methods and by 77.2% for EliA SEK vs Calex (P < 0.001). In the group with FC values > 200 mg/kg there was no statistically significant difference between two methods with EliA TM results being higher than fCAL® Turbo by mean 6.7% (P = 0.781) for weighing method and lower by mean 19.4% for EliA SEK vs Calex (P = 0.064).
Evaluation of extraction yield depending on incubation time and initial sample dilution
Results of evaluation of extraction yield are given in Table 3 . Median FC concentrations after 1-hour incubation were significantly higher than after 10-minute incubation for EliA TM Calprotectin and fCAL® Turbo; P = 0.019 and P < 0.001, respectively with greater deviations seen with EliA TM method. Mean biases for both methods did not exceed the allowable criteria set at 22.6%. Higher initial sample dilution with extraction buffer in weighing method (tested only for fCAL® Turbo method), lead to increased extraction yield (P < 0.001), but no significant difference was found between weighing method with 1:500 initial dilution and Calex device which originally employs 1:500 dilution.
Discussion
The results of our study have shown that FC concentrations measured with EliA TM Calprotectin are significantly lower than Bühlmann fCAL® Turbo results, and the difference is dependent on extraction method used, stool consistency and FC concentration. EliA SEK device showed better precision and agreement with weighing method compared to Calex device irrespective of stool consistency. Use of the new version of Calex device (contain 6 grooves) in our study confirmed that removal of two grooves, did not reduced the previously (8, 25, 26) .
Our results indicate that manipulation of the sample with extraction buffer influences the extraction yield. Longer incubation in buffer resulted in higher yield, irrespective of assay, while increased extraction yield obtained with higher initial sample dilution could be one of the main reasons for the significant difference between weighing method and Bühlmann´s extraction device. Namely, as mentioned previously, EliA SEK yields 1:50 diluted extracts as well as weighing method and then both extracts are further diluted on analyser to required 1:500 dilution. On contrary, Bühlmann´s extraction methods use different sample extraction protocols, Calex extracts are ready to use (1:500) compared to weighing method which yields 1:50 diluted extracts with afterward manual dilution to required 1:500 dilution. Our conclusion is in line with the finding of Tøn and co-authors who also perceived a tendency towards increased extraction yield with higher sample dilutions and longer homogenization time (17) . Possible explanation for this influence is that buffer composition and capacity, which is the property of the manufacturers, could be responsible for different extraction yield.
Impact of the initial sample dilution and stool amount is reflected on the devices' precisions since for EliA SEK it is minimal (grooves carry approximately 15 mg of 1:50 diluted sample), while for Bühlmann´s 6-groove Calex is somewhat higher (grooves carry approximately 8 mg of 1:500 diluted sample). In our study, performance of volume-based devices showed to be comparable to weighing method with regard to stool consistency. Results from previous studies regarding performances of extraction devices with liquid stool sample are contradictory (11, 18, 20 (9) . At the same time, EliA TM Calprotectin 2, which requires 1:75 prediluted samples, showed somewhat higher results than fCAL® turbo, although not statistically significant. In conclusion, the question arises whether the same cut-off can be appropriate for different methods.
Obtained significant difference between two methods based on stool consistency is in line with our conclusion that longer incubation time (expected for hard stool samples) together with higher initial sample dilution in applied extraction methods leads to FC increased extraction yield.
One of the limitations to the study is that we did not perform the study of diagnostic accuracy. In addition, the different levels of achieved homogeneity due to the sample consistency or the admix-
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ture of some indigested particles inevitably influenced our results. On the other hand, this could be regarded as general limitation of studies with stool samples. We believe that the most important contribution of our study lies in the extraction yield evaluation. To the best of our knowledge, this is the first study that evaluated the variability of Calex Cap® "N" device regarding weighing and Eli-A TM Calprotectin method with respective number of stool samples with different consistencies. However, extraction yield evaluation should be further supported with larger sample size of stools with different consistencies.
To conclude, within-method differences depending on the extraction method applied as well as between-method differences are highly influenced by pre-analytical FC sample management. This might prompt manufacturers to apply customized protocols regarding sample-soaking time and initial sample dilutions based on extraction buffer capacity and method requirements, which would contribute to FC standardization process.
